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ArchaeometallurgyEnergy dispersive X-rayﬂuorescence (EDXRF) is awell-known technique for non-destructive and in situ analysis
of archaeological artifacts both in terms of the qualitative and quantitative elemental composition because of its
rapidity and non-destructiveness. In this study EDXRF and realistic Monte Carlo simulation using the X-ray
Monte Carlo (XRMC) code package have been combined to characterize a Cu-based bowl from the Iron Age burial
from Fareleira 3 (Southern Portugal). The artifact displays a multilayered structure made up of three distinct
layers: a) alloy substrate; b) green oxidized corrosion patina; and c) brownish carbonate soil-derived crust.
To assess the reliability ofMonte Carlo simulation in reproducing the composition of the bulkmetal of the objects
without recurring to potentially damaging patina's and crust's removal, portable EDXRF analysis was performed
on cleaned and patina/crust coated areas of the artifact. Patina has been characterized bymicro X-rayDiffractom-
etry (μXRD) and Back-Scattered Scanning Electron Microscopy + Energy Dispersive Spectroscopy (BSEM +
EDS). Results indicate that the EDXRF/Monte Carlo protocol is well suited when a two-layered model is
considered,whereas in areaswhere the patina+ crust surface coating is too thick, X-rays from the alloy substrate
are not able to exit the sample.
© 2014 Elsevier B.V. All rights reserved.1. Introduction
The quantitative characterization of the chemical composition of
metal alloys in archaeological bronze artifacts by physical–chemical
techniques is of utmost importance towards the identiﬁcation of
ancient production technologies, historical trade routes, raw material
sources (Cu, Sn, Pb) and more precise dating of the objects under
investigation.
With the development of miniaturized X-ray detectors and tubes,
allowing the production of hand-held portable spectrometers and in-
situ fast and affordablemeasurements, X-ray ﬂuorescence spectroscopy
has become a routine technique in the non-destructive analysis of ar-
chaeological alloys and metal art objects [1–5].
Once spectra have been obtained quantitative XRF analyses of
the detected elements are a rather complex operation since manyulation Tools for X-ray Imaging
2014.parameters should be well known and kept under control. Moreover,
a correct quantiﬁcation requires an accurate estimative of background
and/or a precise determination of the geometry of the experiment, tak-
ing into account also the roughness of the sample surface. Quantitative
elaboration of the spectra is usually done with reference standards.
However, algorithms able to describe the phenomena using measured
parameters can also been used [6–8].
In this paper, we apply X-ray Monte Carlo (XRMC) codes [8] for the
quantiﬁcation of spectra acquired on a proto-historic bronze from
southern Portugal. These are probabilistic simulation algorithms used
in a number of research areas to solve high dimensional problems that
cannot be accomplished in an analytical way.
In the case of X-ray interactions with matter, Monte Carlo simula-
tions generate random (both in energy and direction) photons. Usually
the majority of these photons do not reach the detector and so a large
number of photonsmust be generated. In fact, a long time of simulation
is required and a good statistic spectrum can last up to days before to be
generated. However, there are some techniques called variance reduc-
tion techniques, which speed up the simulation forcing the detection
of each generated photons [8].
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for this kind of application in order to simulate a good quality spectrum
in a couple of minutes, the same order of time required by themeasure-
ments [8–12]. Both of them are based on a constantly updated X-ray
database, called Xraylib [13,14].
One of the main limits in obtaining reliable analyses of archaeologi-
cal bronze alloy composition is the roughness of the surface [8,15,16] to-
gether with the almost ubiquitous development of oxidized corrosion
patinas with variable thickness usually composed by Cu-based oxides
[17]. Moreover, on top of these patinas, a layer of encrusted mineral
material from the soil where the object had been buried is often present.
The application of Monte Carlo simulations can represent a useful
analytical tool to overcome all of these constraints.
In fact, if the patina and the soil-derived crust are not previously re-
moved, chemical analysis of the object usually reﬂects the composition
of these components and not that of the original alloy. Cleaning and
removal of both patina and soil layer before is therefore a necessary,
albeit unwanted, practice in order to obtain the composition of the
bulk of the metal.
The key idea of this paper is to construct a model of the experiment
as well as one of the sample multilayered structure and then run itera-
tively theMonte Carlo until the simulated spectrum is an almost perfect
reproduction of themeasured spectrum.When this is obtained the sam-
ple is perfectly determined both in chemical composition and structure.
The advantage of this method is not only that the background is not
removed (and so one of the main sources of error is removed) but also
that structural information of the bronze object surface (i.e. thickness
of corrosion/encrusted layers) may also be modeled considering the
artifact as having a multilayered structure [18].
To test the feasibility of the application of a combined Monte Carlo
simulation/X-ray Spectrometry approach in archaeometry research, in
this study we have combined portable EDXRF with Realistic Monte
Carlo simulations using the fast X-ray interaction XRMC software pack-
age to investigate a unique archaeological bronze object displaying a
well formed corrosion patina and soil derived surface crust.
2. Materials and methods
2.1. The bowl
The bowl analyzed in this paperwas part of a grave goods discovered
in an Iron Age burial (Fig. 1) recently excavated in the site of Fareleira 3
(Beja, Southern Portugal). In the sepulture, an adult male skeleton was
inhumed in fetal position and lateral decubitus, with the head facing
west and the feet in the opposing direction. The grave goods consist ofFig. 1. Archaeological burial site with bboth metal artifacts and pottery: with regard to the ﬁrst, beyond
the bowl, two iron spearheads, a bi-metallic (iron and bronze) knife, a
ﬁbulae and other undeﬁned artifacts were recovered. Pottery was
constituted by three wheel-made cups placed at the feet of the dead.
The bowl is themost interesting object of the grave goods, both for the
raritywithwhich this typology appears in the south of Portugal and for its
state of conservation, being the only complete specimen from this region.
From a morphological point of view, it is a large (Ø cm 32) undeco-
rated and hemispherical beaten Cu-based object, with opposed handles
ﬁxedwith three rivets at the body of the recipient. One of the handles is
lost. The bowl from Fareleira shows very interesting parallels with
similar objects from eastern Mediterranean [19]. Based on typological
features alone, it may be attributed to the Orientalizing Period, namely
to the VII century BC [20].
2.2. EDXRF and Monte Carlo simulation
The XRF experiments performed here are based on the portable XRF
system, composed by an Amptek MiniX X-ray tube equipped with Ag
anode, 50 kV max, 200 µA max. The X-ray detector was an X-123 SDD
by Amptek, coupled to a DSP Multichannel Analyzer, with a resolution
of 140 eV at Mn Kα FWHM 5.9 keV. Acquisition time was 120 s.
The detector was placed orthogonally to the sample surface while the
X-ray tube was at 30°. Certiﬁcated bronze sample was used for the
calibration. All measurements were carried out under ambient air.
Monte Carlo simulation codes used in the present study are fully
described in Ref. [8].
Margin of error to be considered for the chemical composition are:
b2.00 wt.% for themajor elements (N5.030wt.%); b5.00 wt.% for the el-
ements between 1.00 and 5.00 wt.%; b10.00 wt.% between 0.50 and 1.0
wt.%; and b50% between 0.10 and 0.50 wt.%.
2.3. μXRD and BSEM–EDS
In order to characterize the patina, μXRD and BSEM–EDS have been
utilized as auxiliary analytical methods. For μXRD, a commercial
BRUKER D8 Discover System with the DAVINCI design with a Cu Kα
source operating at 40 kV and 40 mA and a LINXEYE™ 1-dimensional
detector was used. The sample scraped from the oxidized corrosion pa-
tina of the bowl was deposited onto a ﬂat zero-background sample
holder and irradiated through a 0.6 mm slit. The micro beam was
achieved using a Göbel mirror and a 1mm collimator.
The angular range (2θ) was scanned from 3° to 70° at a step size
of 0.02° with a counting time of 1 s/step. Evaluation of X-ray
diffractograms was made by using the routines of the Diffrac. EVAronze bowl in its original position.
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base ﬁles (ICDD, Denver, USA).
SEM–EDS was a HITACHI S3700N interfaced with a QUANTAX EDS
microanalysis system. The QUANTAX system was equipped with a
BRUKER AXS 5010XFlash® Silicon Drift Detector (129 eV Spectral Reso-
lution at FWHM/Mn Kα). Standardless PB/ZAF quantitative elemental
analysis was performed using the Bruker ESPRIT software. The operat-
ing conditions for EDS analysis were as follows: backscattered electron
mode (BSEM), 20 kV accelerating voltage, 10 mm working distance
and 120 μA emission current. The detection limits with this conﬁgura-
tion for major elements (NNa) were in the order of 0.1 wt.%.
3. Results and discussion
Four points of the sample analyzed here are discussed, correspond-
ing to three different surface states or composition: a greenish (copper
oxide), a brownish soil-derived crust, both from metal plate of the
handle and two cleaned points.
In Fig. 2A, the spectrum from a cleaned surface, corresponding to
the body of the bowl, is depicted superimposed to the Monte Carlo ﬁt.
The composition of the bulk metal is 97.00 wt.% Cu and 1.30 wt.% Sn;
Fe, Pb, Ag and Ti also occur, but as minor impurities (b0.50 wt.%).
The peak of the second cleanedmetal surface is depicted in Fig. 2B. It
corresponds to the plaque of the handle. In relation to the ﬁrst analyzed
point, this suggests a different chemical composition: 93.80 wt.%
Cu, 1.50 wt.% Sn and 4.15 wt.% Pb. Other minor peaks are present asFig. 2.Measured and Monte Carlo simulated EDXRF spectra from cleaned surfaces (1 layer— A,
alloy.impurities, in a total amount less than 0.50 wt.%. The handle of the
bowl had therefore been manufactured with a leaded copper alloy.
The concentration of Pb suggests that its presence may not be consid-
ered as accidental, but as the result of an intentional addition, most
likely to lower the melting temperature and to increase the ﬂuidity of
the molten metal. Because Pb has substantially no solid solubility in
Cu and Cu-based alloys, if the percentage of lead in bronze is higher
than a few percent, the number of lead globules increases as the
percentage of Pb amount increases. The distribution and size of the Pb
globules from the external surface to the core of the bronze artifact
are strongly affected by the cooling process of the alloy. In fact, Pb-rich
grains can be readily detected by BSEM–EDS within the microstructure
of the bowl's alloy (Fig. 3). EDS mapping of the patina conﬁrms a Cu–
Pb–Sn–Fe composition (Fig. 4).
In Fig. 2C the spectrum of a point from a green surfaced area is
displayed. In this case, a 100 μm thick oxide patina is found. The oxida-
tion patina is formed by copper, lead and tin. The composition of the
metal substrate is identical to the one present in the cleaned sample.
μXRD analysis of the patina identiﬁed the presence as crystalline
phases of typical bronze corrosion products [17]: Cuprite (Cu2O),
Malachite Cu2(CO3)(OH)2) and Paratacamite (Cu3(Cu,Zn)(OH)6Cl2).
The Quartz peaks present may be considered as a contamination from
adjacent soil derived crust.
In Fig. 2D, the X-ray spectrum from the brownish crust superimposed
to the simulation is displayed. A carbonate layer superimposed to an
oxide layer and ﬁnally to the bronze layer has been identiﬁed. TheB), patina coated (2 layers— C) and patina+ soil crust coated (3 layers— D) of the metal
Fig. 3. BSEM+ EDS spectra of a fragment of bowl's alloy showing development of Pb-enriched regions (bright areas) within the alloy's structure.
12 C. Bottaini et al. / Spectrochimica Acta Part B 103–104 (2015) 9–13carbonate layer is 60 μm thick while the oxide one is 50 μm thick. The
oxidized layer is composed of oxide of copper with a small amount of
iron and lead (both around 1.00 wt.%). The bronze layer is composed
of 56.00 wt.% Cu and 3.00 wt.% Sn. The low concentration of Cu, as
opposed to the one normally found in bronze alloys, is an indicator
that also the third layer is oxidized and so the overall thickness of
these three layers is too thick to allow theX-rays to exit from the sample.
The data obtained with theMonte Carlo simulation of X-ray ﬂuores-
cence spectra, both from the two cleaned areas and the green-likeFig. 4. EDS mapping of the corrosion patina's surface showing a Cu(copper oxide) layer, point out that the chemical composition of the
bowl from Fareleira 3 agrees with the Iron Age metallurgy from the
SW parts of the Iberian Peninsula. The bowl is a Cu-based artifact with
variable amounts of Pb, mainly concentrated in the handle. The
noteworthy presence of Pb in the objects under study is also compatible
with other coeval metals: the analyses of a group of artifacts from
Quinta do Almaraz, for instance, have recently revealed a signiﬁcant
usage of leaded bronzes (up to 5.90 ± 0.20 wt.% Pb) since the Iron
Age Orientalizing period [21].–Pb–Sn–Fe composition. Pb oxides are probably amorphous.
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suggesting a probable use of recycling of bronze scrap as raw material
or the occurrence of Sn in the polymetallic Cu-ores used for the
manufacturing of the artifact [22]. This situation is in line with other
Cu-based artifacts from the Early Iron Age from southern Portugal [3,
22,23].
4. Conclusions
For an archaeologist, the possibility of analyzing in a fast reliable
manner the alloy of the bronze object directly at the excavation sites
without the need for removing both corrosion patinas and encrusted
layers would represent an important step forward.
In this paper, Monte Carlo simulation has been tested on an Iron Age
bowl from southern Portugal. This object has a multilayered structure
made up of the sequence of superimposed layers with different compo-
sitions: the bulk metal, the green oxidized corrosion patina and the soil
crust.
The combined analytical protocol of EDXRF with Realistic Monte
Carlo simulation using the fast XRMC code used in this study has proved
itself to be well suited in the case of a two layered model whereas in
three layered areas (alloy–patina–crust) where the surface coating is
too thick, X-rays from the alloy substrate were not able to exit the
sample. As a matter of fact, the method appears to be very sensible to
small changes in layer thickness and composition. This is essentially
due to the changes of relative ﬂuorescence peak ratios due to the layer
attenuation, which depends on the position of a speciﬁc element in
the multilayer structure and/or on the changes of the background due
to the scatterings. Of course, if a chemical element is present as a
major element in a layer and in traces in another one, Monte Carlo or
othermethods are not suitable, because the contribution of the trace el-
ement on the total peak area is negligible with respect to the statistical
noise. In any case, the approach presentedmay be particularly useful in
cases, like the one tested in this paper, when a large number of bronze
artifacts recovered from an archaeological sites need to be analyzed
without the need for cumbersome and potentially damaging cleaning
and patina removal.
In summary, results indicate that the EDXRF/Monte Carlo protocol
may represent a reliable tool to obtain a rapid, in-situ and non-
destructive approximation of the composition of an archaeological arti-
fact even in the case of alloys displaying a non-homogeneous chemical
composition.
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